
RESEARCH SETEOMICROSCOPE: Olympus SZX-12 
 
Operating Instructions: 

1. Turn on PC: 
a. 



and fine focus adjustment knob 3. 
 

 
 

8. Capturing an image: 
a. Once you have located a desired area of your slide, 

you can either take an image (see Imaging Instructions 
below) or switch to fluorescence. 

Fluorescence Instructions: 
 

1. Turn off transmitted light. 
2. Move the slider on the right side of the microscope below the 

oculars to choose your desired filter for your specific sample. 
(Green for CY3, TRITC; 




