
Carbon coater operation Procedure 

 

Before sample coating: 

1) Check that the sample has been mounted on a stub suitable for use on the coater sample 
table. Any solvent-based adhesive should have been allowed to dry out thoroughly. 

2)



Switch off the system power and open the chamber; 

Open the top lid (Be careful! The evaporation source is still very hot); 

Take out sample and close the top lid. 

 

Method 3 (Manual with pulse): 

Switch to MANUAL and press one of the SET button to select PU; 

Turn Volts to the position witch gave evaporation in the above manual/continues 
method; 

Pulse the START/STOP switch to obtain short bursts of evaporation; 

Turn off the START/STOP switch; 

Switch off the system power and open the chamber; 

Open the top lid (Be careful! The evaporation source is still very hot); 

Take out sample and close the top lid. 

 


